TUCSON POLICE DEPARTMENT
CRIME LABORATORY /{'u\

The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
= _Serial # [l - 005003 . certifies by her signature:
on 9/‘? /DLJ" .witharesultof 0.085 AC. 0.085 AC.
and on _/0/7/eY . witharesult of 0.088 AC. 0.088 AC.

==

this instument was tested with a known alcohol reference standard.
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC, to_0.090 AC) , as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Mﬁ%m

{ﬁ:r L. Coombs

two dates.

ADPS QAS Pﬂr‘mﬂ #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

this /% . day ngﬁ;lg_—-fi_-m__‘ 20

OFFICIAL SEAL

o= : NOTARY PUBLIC-ARIZONA
/. PIMA COUNTY
' My Comm. Exp. Sept. 4, 2008
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BIZIHIT Q ‘4%5H_
TEIS RZPORT PREPARED PURSUANT TO DUTY INBQSED BY
- I o [ I O o, U A
AHIIONA DEPARRTHENT gF EPALTE BEZRTICES
STAMNDARD QUEALITY ASSURANCOE DIOQCEDUAZS
o ILY2Po OnFET OO0«
INTOIILYZER HODE 5000 49
LGENCY Tucson Police ga SPICIATIST ‘Hf’é’?‘?é ngyz(%'j?;%j/
e T LT S gt e Loy e
INTOXILYZER SERIAL #(0-005002 Lacatioy DU HD
DATE 12T O 7

Displey reads "R-ZADY TQ START & E TTON TO -STany
PEST. !
DIAGNOSTIC TESTS
D DV Tast check. Setting should be baitwssen 200 anpgd
L8080, Hoda salection switch 52 an,. 51 and 53 off or
xayboard menu selectian "H". Resading 1is =335;%hm—
__E(‘j’f Disnlay Test chack. HMade selection switch 51 aon and 52
~ and 831 off or kayboard menu saleccion "W
EiE€H Srinta- Taest chack. HMada salac-ion switen S ;. &2 s3
Off o kayboeard menu szlection "2
HJQQ Clock tims chsck. HMods seléctien switcn SI0 on or
keyiboard m=nd Selectieon "EY.
L Date chack. Mods selsction switcn SII on of Reviboard
gznt ssl=ction "I .
QEEFEATLOMNAL eSS
T Alcahol fres subject T=a2st resulc O belil] AC
Lo— Error recagnitien leglic system functienin
Invalid test printed-¢#
) Drapar sample racognitieon system
Invalid sample printadbs—
D=ficient samplea princed g
N/A Camplseteaness of sample purge Wwith gollectiaon tubeasx
= calibration standard 0.0§7 AC
: Besults: 0. 0FSAc +0-0855-4C_
Instrument oparating proparly and accuratsly. YESF NO___
COMMENTS :

| -~
SIGNATURE Mi/;i/ a&m,
[

Miﬁ: £ : i o
o <4 alcohal concentration standard collectaed for subsagusntc
analysis.*=*

i

*WTTE OR WITHQUT VASOR RECTRCULATION AND WITE OR WITZOUT XEYBJOARD
*4TETS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SRNMPLE CAYTURE.

DES/DSLS/Form €117 (Rev.7-33)
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TEIS REPORT PREPARED PURSUANT TO DOUOTY IMPOBED BY
A.A.C. RI-14-404 (A)
ARTZONA DEPAATMENT OF EEALTE ESFRVICES

ETANDARD QUALITY ASSUARMCE PROCEDURES
INTOXILYZER MODEL 5000=%

SETAVDARD CALIBHATION CHECEKE PROCEDURE

Agency _Tucson Polige Departmapt Date C?fr‘""?,f"ﬁ‘f Time ﬁé}l{gﬂ

Intoxilyzer Serial? (- H5X3 Location Dl HO

QA Specialist Lverr [Pam OPEEDD :

(Print Same)

(<f¢) 1. Pour a standard alecchol solution of known valus intco a
clean dry simulator jar and assemble the simulator
Insure that a tight seal has been made.

Standard valus: 0.0%7) e

44%?3 3. fTurnoaon the simulacor and allow the Tsmpsracurs 1o
roach 34°%C+.2°C.

[ j 3. Set Intoxilyzer mode sslectiaon in ths ACA mode oy
switching made selection switch #9 on or selecting "C"
an keyboard ment.

(L) 4 Attach simulator to the simulator-entrance port an the
Intoxilyzer.

e il 5 Intoxilyzer 5000 display reads "READY TO START! or
NPUUSH BULTON'™.
§ ) B Dush Start Test button or press sentsr on Xeyboard.
L) 7 Insert card in responsa to display
4%Jﬁﬂf] g ALIIFLEPF caugLata:. _
{ Yy 8 Calibration check completed.
e~ s
Test results 00K S 0.5 2T
4341qu 10. Air blank completed. ) . [
#%jigrﬁ 11. Whean display r=ads Test Complete rz:nvarevldance card
Attach the card to the complested chacklisc.

(vt 12. Return mode selection switch #9 to ofz position aiter
all calibration checks are complats or type Q and enter
on BEey oo

STCGMATURE

s
+¥ITE OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYSO0ARD

DHS/DSLS/Farm Clls (Rav.7-33)




TEIS REPFOZT PREDAICD PORSUANT TO DLTYT THIZODZZD =Y
ALAC. Bg—-14-—d404 (&)

ARIIOND D2PARTH2YT OF FEALTE SFIFICCS

STAMDARD QUALITY ASSURANCE PROCZOGAES /(D
INTOZILYEZR ]-Z':D?.T sgQgo= kb"‘

raran £ Lo CHSOOR ra-:_:_?:f:;:c‘ M'n H’Q
"’:’,’./ s e

v Display rzads "EEany TO START" or "SUSH 3UTTON TO S7TAS
RS
DIAGHOSTIC TESTS
Vi DV Test check: Satting should b=z patzszn 200 and
LEGD . Mods selaetion switch 532 op; 51 a&nd 53 afif ax
Xzvboard menu selection "HY". Rsading 1is 3laln 2
& Oisplay T=st chack. Hods selaction switea 51 on-and §3
and 53 off or kavboard menu salaccign "VY
___y§ﬁ$ Deiptars Tast chHack. Hods Salecirion switeh 51, S3, 53
aff or ksygoard menit s2laction "2V
___g{&: Clock tims check. Maode s=l=acticn switch 510 en oF
kayvhagard msny salectieon "I
N Daia check Hods selection switeh 51t o 9F K=2yboa=d
mam salactrion "EM.

QI TIATIONAT, TESTS
fé Alconol frs= subject Tast result 0.000 A0
Errar racognition logic syste=m functioning
Inwvali

v Proper sample recagnition systam
Invalid sangle vrintad v
o

]

3
i e
(0

N/A Completsness of EE_'...'_'.'__D]..E ouxT
___;;___ calibraticon standard 0.050
Results: 0.0%RAC £0.0FFAC
1 s /

Instriusmsnt operating properly and accuratcaly. YE

caollaction tuba*=

COMMENTS : nov 112 el O
gl'asnd M

A — =
SIGNATURE J%’;ﬂ Apk JJU’ C\;ﬂ C,(SBWL%]S

M alcohbl cddcentration standard collected far subsesguent
analysis.*=

*WITE OR WITHEQOUT VAPOR RECIRCULATION AMND WIT=
**THEIS ETETD IS ONLY REQUIRED IF TEIS DEVICE
ERM=2T,F CADTUIRE.

ZING USEL ZT4O=

H

=

r'l':

i5/0SL5/Fora Cl17({Rev.7-93)

OR WITEQUT XEYBOARD
B
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Tucson Police Department Crime Laborator
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THIS REPORT FREPARED PUREBEUANT TO DUTY IMPOSED BY
A.A.C, RI-14-404 (A}

ARTZONA DEPARTHENT OF HEALTH BERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOZILYZER MODEL 5000~

"
BETANDARD CALTIBHATION CHECK PRDCEDUREf@

Agency n Folics Depnariment Dats ﬁljluq Tima 1“%4

thcxlgwéer ;erialf_gﬁégj%ﬁg%gfl Location _ Dl e
QA Specialist RYIY MloS ﬁhjlhuﬁ

{Print Mame)

{ Mf] 1. Pour a standard alcohol solution of known value i
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0. 0%0O AC

.. Turn on the simulator and allow the temperature to

reach 34%C+.2°%C.

i

75

{ w’} 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on Keyboard menu.

{ //} 4 Attach simulator to the simulator entrance port on Che

I

Intowx: byror.
v/E wf} 5. Intoxilyzer 5000 display reads "READY TO START" or
"eUsSH BUTTON".
. Push sStart Test button or press enter on keyboard.
. Insert card in response to display.
Air blank completed.
. Calibration check completed.
Tast rasults 0.0§KAC 4 0.05F ac
:;i~ff 10. Air blank completed.
{ ¢f§ 11. When display reads Test Complete remove evidence card
Attach the card to the completed checklist.
{ ¥y 12. Return mode selection switch #3 to off position after
all calibration checks are complete or type Q and enter

_ on keyhboar ;??7 (ﬂ .
STIGNATURE .ﬁ@ﬂkﬁg

*WITH QR WIT:LFT ?lggR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

N
DU

DHS/DSLS/Form Cll6 (Rev.7-93)
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TUCSON POLICE DEPARTMENT ij%
CRIME LABORATORY
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B SERVIICE RECORD

Al
Date: \Q [—\ Loy @

Inroxlyzer Senal Number:  [ob- 005003
Q-l'ji_m\Mdeﬁ Y lle

=

Problem Descrption:

Pulled -Fbr“gre,wfe.mh:fwc’; mawrterance . Coli bachon chocks

f;}‘ﬂ:h‘]ﬂ Qggfgoﬂﬂg gﬂ%g \our ann ﬁx;thu‘Lﬂl Mﬂh end .
&l ~J

.‘,—'

If the instrument is taken our of service, complete the following:

Date out of service ID/'T ./DL{

!
Calibration Check completed prior to removal from service: |

&Yes Date: lo)7 _)DL{ O No I
| SQAP completed prior to removal from service: ‘ﬂ

@Yes Dare: ]D]‘?lﬁl{ O No

Darte renumed to service:




